[Automated system of phasing pulse-wave electrosurgical effects].
The authors propose an automatic system for creating stable hemostasis for an electrosurgical apparatus, which includes a scheme to assess a pulse wave and its maximum and minimum values at the site of surgical exposure, an electrosurgical apparatus, and a scheme to obtain data on the values of the pulse wave in a given patient.